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Fibula	Head 82.1	± 4.9 89.9	± 4.4	
Tibia	Crest 28.8	± 2.8 35.1	± 3.0


















Fibula	Head 31.3	± 1.5 42.4	± 1.2#
Tibia	Crest 9.7	± 0.4 17.2	± 0.4#
Cut	end	of	the	tibia 39.4	± 1.7 91.1	± 1.3#
§ During	both	conditions,	all	pressures	were	lower	
with	the	liner	than	the	sock,	which	highlights	the	
importance	for	cushioning	the	residuum.
§ Designs	based	on	scanning	and	data	driven	
methods	for	multiple	material	thicknesses	and	
densities	may	further	reduce	pressures.
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#	indicates	statistical	differences	(from	paired	t-test)	between	
the	pressure	measured	with	the	liner	and	the	socks.
